Introduction: The cochlear implant directly stimulates the auditory nerve in deaf patients. Neural Response Telemetry (NRT) is used to record the response of the auditory nerve through thefeedback of the electrical signal. NRT does not need behavioral responses from very young children for thresholds and comfort levels. The status of the cochlear nerve activation with NRT was reviewed through intraoperative and postoperative neural responses.
Introduction
Cochlear implantation provides the single most effective form of hearing rehabilitation in patients with bilateral severe to profound sensorineural hearing loss that is no longer responsive to amplification.Cochlear implantation plays a critical role in hearing restoration for those patients who are either born with sensorineural hearing loss (congenital) or in those who develop a significant sensorineural hearing loss throughout childhood (Bower and Martin 2008).
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264 Clark (2003) described the cochlear implant as a device that electrically stimulates the auditory nerve, bypassing the nonfunctional inner ear of children and adults with severe-to-profound hearing loss. Current cochlear implant systems consist of:a multichannel electrode array that is surgically implanted, and an external sound processing unit, usually worn behind the ear, that controls the implant over a transcutaneous link. Grolman et al. (2009) reported that during the implantation, various parameters can be utilized to CI. In order toshow that its functioning properly and examine the integrity of the electrode in addition to measurement of ECAP signals through auditory nerve response telemetry (ART), neural response telemetry(NRT) and the excitation threshold of the stapedius muscle (ESRT).The most commonly used tool to examine CI function is impedance field telemetry (IFT). According to Cosetti et al. (2010) neural response telemetry is routinely measured at the time of implantation. This gives us information regarding the electrical output of the implant, the response of the auditory system to electrical stimulation and preliminary device programming data. Vargas et al. (2012) observed a slight reduction in impedance values during the first four weeks, followed by progressive increase that stabilized at about six months following CI activation.
Aim of the work:
This study is conducted to see that if there will be changes in neural response telemetry postoperative compared to that measured intraoperative.
Patients and Methods: Patients:
Thirty patients (17 females, 13 males) were included in this study. The age of our patients ranged between 2 and 16 years, (mean 6.2 ± 3.5 years) were implanted with a MED-EL device, Sonata II (Med-El, Innsbruck, Austria) at Sohag University hospital. They all suffered from bilateral severe to profound sensorineural hearing loss. Methods: -Procedure:
First Informed written consent was taken from the parents before entrance of the operating room and study was approved by ethics committee in Sohagmedical university. -ECAP recording: The cochlear implant device used in this study consists of: receiver-stimulator, 12 intracochlear electrodes.
The receiver-stimulator features a bi-directional telemetry system, which allows communication of data between the programming hardware and the implant using transcutaneous radio-frequency code. 1-Intra-operative recording of NRT:
Whole-nerve action potentials were evoked by electrical stimulation intraoperatively while stimulating over electrodes within the intracochlear array. The stimulus current limit was estimated at each electrode, and 9 steps (100 current levels each) from 200 to 1000 were performed as stimulation applied on a given intracochlear electrode.
The neuronal responses were recorded using the MEDEL telemetric system, type of implant SONATAti100, The implant records those potentials arising from nerve fibers local to the stimulation site from a neighboring recording electrode, amplifies them and encodes them for radio frequency (RF) transmission back to the speech processor.
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ECAP is extracted from the stimulus artifact using a subtraction method. ECAP recordings were obtained in operating room. The recordings were obtained at the end of the implant operation after the surgeon placed the skin flap over the implanted device. The surgeon positioned a transmitting coil over the internal device, using commercial Maestro 6.0.1 Build 5456.33222 software which allows insitu measurements of the ECAP by implementing the forward masking paradigm by using MAX coil. The signal was processed by the subtraction method to differentiate between the stimulus artifact and the neuronal response. The relationship between the amplitude of the neuronal response and the stimulus levels was calculated.
A linear regression line was fitted to these data. Using the equation of this linear function, the current level was calculated at which just no recordable neuronal response occurs ( ' zero amplitude'). This parameter is called tNRT (threshold of the neuronal response telemetry). The stimulus used in the measurements was a biphasic current pulse, 30 µs/phase Minimum amplitude 200cu and maximum amplitude 1000 cu, of alteration: 25, measurement gap: 1ms, measurement delay125ms.ECAP recordings were made at eight stimulation sites (electrodes no.2, no.4, no.6, no.8, no.9, no.10, no.11 and no.12 ).The corresponding recording site was one electrodes apical to the stimulation site (i.e., the neural response to stimulation on electrode (n) was recorded from electrode n+1 except electrode 12 was recorded from electrode11). 2-Post-operative recording of NRT: ECAP recordings were obtained again on the first fitting of the device after the operation in the Sohag Cochlear Implant Unite while the patient was awake. ECAP was done at the same electrodes (no.2, no.4, no.6, no.8, no.9, no.10, no.11 and no.12) , phase duration 30µs, begin by amplitude 200cu increasing in steps each 100cu till get response or reached the uncomfortable level of the child. Threshold of the neuronal response is calculated using linear equation function. Two months later, neural response threshold of the same electrodes is measured with the same parameters starting with 200cu amplitude with 100 cu increments till get response or the uncomfortable level of the patient.
Results
Comparison of NRT response (presence or absence) intraoperative, one month and three months postoperative among all electrodes under the study.
1-NRT results among electrodes 2, 4, 6 and 8:
On comparison of the NRT response (presence or absence) intraoperative versus one month and three months post-operative for electrodes no. 2, 4, 6, and 8 (table 1)), there was significant difference at electrode (6) when comparing the response among the three groups (p-value) and in comparing the response between intraoperative and one month postoperative (p1), this means that there was significant improvement in the response of NRT of El.6 between the three groups and between intraoperative and one month postoperative. While there was no significant difference neither between intraoperative Shahenda A. Moussa 266 and three months post-operative (p2), nor between one month and three months after implantation (p3). There was significant difference at electrodes 9 and 10 when comparing the response among the three groups. Moreover, on comparing NRT response between intraoperative and one month after implantation and between intraoperative and three months after implantation there was statistical significant difference at electrodes 9 and 10 which means that there was significant improvement in the response of NRT in El 9 and 10 of the three groups, intraoperative and one month after implantation, and between intraoperative and three months after implantation (table 2) . On comparing thresholds of the 8 electrodes under the study, each intraoperative, one month and three months after implantation (table 3) , there was significant difference in thresholds of El.2, 6,8,9and10 which denotes significant improvement in thresholds of NRT of electrodes 2 and 6 in comparing response intraoperatively, one month and three months postoperatively, and between threshold intraoperative and one month after implantation. In addition, there is significant improvement in electrode 8 in comparing thresholds intraoperative versus one month and three months postoperative, between intraoperative threshold and one month after implantation, in addition to significant difference (improvement) between threshold one month and three months after implantation. Results also revealed highly significant improvement in electrode 9 in comparing thresholds intraoperatively, one month and three months postoperatively.Moreover, there was significant improvement between intraoperative threshold and one month after implantation and between threshold intraoperative and 3 months after implantation.
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There is significant improvement in threshold of NRT of electrode 10 in comparing thresholds among intraoperative, one month and three months postoperatively, intraoperative and one month after implantation, between threshold intraoperative and 3 months after implantation. Comparing threshold of NRT one and three months postoperatively there was increase in thresholds of E.2, El.4, El.6, El.8 and El.12; however this increase was not statistically significant except at El.8.
Discussion
All subjects under the study were evaluated for neural response telemetry 3 times, intraoperative, one month and 3 months after implantation for electrodes 2, 4, 6, 8, 9, 10, 11 and 12. * Comparison of NRT response (presence or absence) intraoperative, one month and three months postoperative among all electrodes under the study: On measuring intraoperative NRT for electrodes 2, 4, 6, 8, 9, 10, 11 and12: Not all the electrodes had NRT response; NRT response was absent in 5 children for El.2, in 3 children for El.4, in 5 children for El.6 ,in7 children for El.8, in 8 children for El.9, in 9 children for El.10,in11 children for El.11 and 13 children for El.12 (table 1 &2). The majority of the electrodes who had no response were the basal electrodes (9,10,11 and 12) which may be due to air bubbles, oedema of the tissues or due to manipulation of the implant (Cosetti et al .,2012). On follow up of the responses of the electrodes one month after the implantation; four of children who had no response in El.2 became responsive, all children had response for El.4 and 6, only2 children had no response for El.8 and 10, one child had no response for El.9, 5 children had no response for El.11 and 9 children had no response for El.12 (table 1&2 ).In addition, Significant improvement was found at El.6, 9 and 10. To know whether this improvement is solid or not, NRT was measured for second time, three month postoperatively. Result were that one of children who had response one month after operation became non responsive three months postoperatively, also one of responsive children became non responsive three months after implantation at EL.4 and 6 (table 1&2) . No change was found in the response of El.8 and .All children had response for El.10.One of the children who had no response for El.11 became responsive. Only two of children had no response for El.12. Significant improvement was found mainly at El.6, 9 and 10 (the middle electrodes). However , some electrodes which had no response intraoperatively, had no response postoperatively, two children had no response for El.2 , 8and12one children for El.4, 6 and 9,and four children had no response for El.11. Also, some electrodes which had response became non responsive, one child became non responsive for El.2,one child had no response for El.4,and another one for El.6 which may be due to fibrous growth from the insertion of the electrode into the cochlea and surface chemistry of the electrode. Comparison between NRT threshold intraoperative, one month and three months postoperatively: Thresholds of all electrodes were measured intraoperatively and followed up one and three months postoperatively to know if there is any improvement. At one month postoperatively, all electrodes had improvement in their thresholds (least improvement at El. 12), except El.11 (table 3); Significant improvement of threshold was found at El.2, 6, 8, 9 and 10 (the middle electrodes). Comparing thresholds of NRT intraoperatively and three months postoperatively thresholds of all electrodes improved even El.11; Significant improvement was found at El.9 and 10.
Comparing thresholds of NRT one and three months postoperatively there was increase in threshold of El.2, El.4, El.6, El.8, El.9 and El.12 ,howerver this increase was not statistically significant except at El.8. Tsuprun and Santi,(2001) attributed this increase to the cellular layer of tympanic covering cells along the Scala tympani that adhere to the thick matrix of the basilar membrane ,these cells possess phagocytic properties. It is possible that these cells react with the electrode by inducing foreign body reaction leading to the formation of a fibroblast cover encasing the CI electrode. A robust proliferation of these encasing fibroblasts could lead to increased electrode impedances that can result in lower performance.
Juiz et al. (1988)
had the same result, they found significant improvement in mean ECAP threshold postoperatively and attributed this to insertion of electrode caused swelling of auditory nerve fibers which could lead to decrease in the neurons sensitivity to electrical signals, and the swelling was reversible shortly after the operation. However this result is in disagreement with Muhammied et al. (2010) who found that no statistically significant correlation between intraoperative NRT and postoperative NRT, while they were predicting C and T level from NRT. They found that either intraoperative or postoperative NRT can be used, but this may be due to using a different implant (Nucleus 24). Also, Wolf et al.(2015) result differ from this result in first measurement postoperative, they noticed increased telemetry between first and second week postoperative ,but by ten week ,the values had reduced ,which may be due to previous onset of electrical stimulation. Telmesani and Said (2016) agreed with this result in the difference between intraoperative and postoperative changes as they concluded that intraoperative thresholds demonstrated significant improvement relative to postoperative recording times, limiting the ability to use intraoperatively recorded ECAP thresholds to predict postoperative measurements. Also, they agree with this study result in that postoperative changes in follow up as they stated that most electrodes undergo non-significant change in ECAP thresholds over time, and therefore thresholds obtained on the day of initial stimulation can be used to estimate the patients' map levels at any time. Brown et al.(2010) agreed with this study result, they observed increase rather than decrease in the mean threshold of NRT for both pediatric and adult CI users between an "early" visit and a "late" visit postoperatively ,but this change in mean ECAP threshold was statistically significant although it was small change. So, this study showed that NRT response may appear postoperatively while absent intraoperatively, there is significant improvement in NRT threshold postoperatively in comparison with threshold intraoperatively, mean threshold of NRT increase three months postoperatively in comparison with first postoperative measurement, however this increase was not statistically significant and therefore thresholds obtained on the day of initial stimulation can be used to estimate the patients' map levels at any time. The main objective of this study was to prove that there will be improvement in NRT in postoperative follow up.
